
Test Report. GZF21-001828-01 Date: 09 Feb 2021 .

Keekaz LLC.Client Name:.

12400 Ventura Blvd Studio City, CA 91604  U.S.A.

.

Client Address: .

Sample Name: . UV Sterilizer.

Manufacturer: . Keekaz LLC.

Sample Batch No.: . /.

Production Date: . /.

Sample other information: . Model:BULLET.

-----------------------------------------------------------------------------------------------------------------------------------------------

Above information and sample(s) was/were submitted and certified by the client, SGS quoted the information with 

no responsibility as to the accuracy, adequacy and/or completeness.

SGS Reference No. : . /.

Date of Sample Received : . 22 Jan 2021.

Testing Period : . 22 Jan 2021 - 09 Feb 2021 .

Test Requested : . Selected test(s) as requested by client. .

Please refer to next page(s). .

Please refer to next page(s). .

Test Method : .

Test Result(s) : .

.

Unless otherwise stated the results shown in this test report refer only to the items tested, and for clients internal 

use only, not to the society has the proof function. This document cannot be used for improper publicity, without 

prior written approval of the SGS.

.
SGS Authorized Signature . . .

SGS-CSTC Standards Technical Services Co.,Ltd. Guangzhou Branch .
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Test Report. GZF21-001828-01 Date: 09 Feb 2021 .

Sample Description : .

Specimen No.. SGS Sample ID. Description.

1. GZF21-001828.001 Equipment.

Test Result(s) :.

Test Requested : . Sterilization efficacy evaluation .

Test Method : . Technical standard for disinfection (2002) Ministry of health of the people`s republic of China, 

2.1.5.5.

GZF21-001828.001

Test organism(s) . Escherichia coli 8099 .

Repeat 1. Repeat 2. Repeat 3.

Concentration of 

bacteria(cfu/mL) .

4.6x10^8. 4.7x10^8. 4.5x10^8.

Average survival bacteria from 

control sample (cfu/piece) .

2.1x10^6. 2.0x10^6. 2.0x10^6.

Average survival bacteria from 

sample (cfu/piece) .

<5.0x10^0. <5.0x10^0. <5.0x10^0.

Killing log value. >5.62. >5.60. >5.60.

*Killing rate (%). >99. >99. >99.

Test organism(s) . Staphylococcus aureus ATCC 6538 .

Repeat 1. Repeat 2. Repeat 3.

Concentration of 

bacteria(cfu/mL) .

1.5x10^8. 1.6x10^8. 1.4x10^8.

Average survival bacteria from 

control sample (cfu/piece) .

6.0x10^5. 6.0x10^5. 5.5x10^5.
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Test Report. GZF21-001828-01 Date: 09 Feb 2021 .

Repeat 1. Repeat 2. Repeat 3.

Average survival bacteria from 

sample (cfu/piece) .

<5.0x10^0. <5.0x10^0. <5.0x10^0.

Killing log value. >5.08. >5.08. >5.04.

*Killing rate (%). >99. >99. >99.

Test organism(s) . Candida albicans ATCC 10231 .

Repeat 1. Repeat 2. Repeat 3.

Concentration of 

bacteria(cfu/mL) .

1.3x10^8. 1.4x10^8. 1.4x10^8.

Average survival bacteria from 

control sample (cfu/piece) .

5.3x10^5. 5.5x10^5. 5.3x10^5.

Average survival bacteria from 

sample (cfu/piece) .

<5.0x10^0. <5.0x10^0. <5.0x10^0.

Killing log value. >5.02. >5.04. >5.02.

*Killing rate (%). >99. >99. >99.

Notes :.

1. Test distance:The bacteria were placed 1cm below the lamp tube for sterilization 

2. Test time: 5 min.

3. The sterilization is carried out in accordance with the instruction of product.

4. *The calculation formula of Killing rate is [(A-B)/A]*100%;

A: Average survival bacteria from control sample (cfu/piece)

B: Average survival bacteria from sample (cfu/piece) .
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Sample photo: .

GZF21-001828.001 .

SGS authenticate the photo on original report only .

*** End ***.
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